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IntelliDoX BW Clip4
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New information for the IntelliDoX BW Clip4:

Ensuring proper operation of the 
IntelliDoX BW Clip4 module
After performing a bump test or calibration, remove the detector from the 
IntelliDoX docking module to allow any residual gas to clear. The detector 
will then begin a 90-second countdown. When this countdown is com-
plete, the detector will return to normal operating mode. If necessary, it 
can then be returned to the IntelliDoX module.

Leaving the detector in the docking module may cause it to fail the cali-
bration. If a detector is bump tested and then a calibration is performed 
without removing it from the docking module, residual gas may cause the 
calibration to fail.
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